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Introduction
Pilon fractures often require surgery to restore the 
displaced bone fragments back to their anatomical position. 
A surgeon’s skill facilitates an optimal alignment, especially 
when re-establishing the articular surface. The quality of 
articular reduction is essential to restore proper function of 
the joint and normal range of motion. Furthermore will it 
avoid subsequent trauma to the neighbouring tissues and 
bone structure and decrease the risk of subsequent post 
traumatic osteo-arthritis (OA) (1-3). 
A radiograph of the intact contralateral bone is routinely 
used to compare against the reduced fracture site to assess 
the quality of articular reduction post-operatively. Computed 
tomography (CT) will only be used when a decision 
needs to be made for subsequent surgical treatment (4). 
However, metallic implants may obscure the features of the 
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articular alignment (5), hence radiography may be limited 
in distinguishing the subchondral lines of the reduced and 
non-reduced individual fragments. This may also prevent 
clinicians from accurately assessing malalignments of the 
remaining fragments. The correct position of the ankle 
during the radiographic examination is important to avoid 
overlooking injuries and provide a better projection of 
the bone contour (6-8). Otherwise, articular incongruities 
may not be visualised and therefore missed, especially 
malrotations and maltranslations of fragments (9). This 
clearly suggests that other methods of articular assessment 
are necessary.
Although the threshold of error is restricted to 1 mm 
step-offs from the original anatomical position (6-8,10), 
the maximum allowable incongruities remains unclear 
because there is a lack of precise measurement tools to 
accurately analyse the contribution of articular incongruity 
and the initial trauma to the development of post-
traumatic arthritis. McKinley et al. (2) stated that articular 
displacement of as small as 1 mm can alter the stress 
distributions of the ankle joint and potentially contribute to 
tissue degeneration (2), suggesting that a reliable method is 
critical in quantifying the threshold level for the remaining 
articular displacements.
Two promising imaging alternatives that can potentially 
overcome limitations arising from radiographs are CT 
and magnetic resonance imaging (MRI). CT is the gold 
standard in the imaging of bony structures, and have been 
proven to be accurate in detecting articular incongruities 
of the acetabulum (11). However, CT is not routinely 
used in pilon postoperative assessments. CT also induces 
higher radiation exposure and its images are more expensive 
compared to radiographs. MRI, however, is more popular 
for the diagnosis of soft tissue injuries and generates no 
ionising radiation (12). When fractures are accompanied by 
soft tissue damage, clinicians use MRI to evaluate the aspect 
of the overall injury (instead of both a CT and MRI). 
Metallic implants generate metal artefacts on CT and 
MRI, which can be reduced to some extent using post-
processing algorithms (13) and specific scanning protocols 
(14,15). A recent study by the authors quantifying metal 
artefacts had reported that if metal screws are ~2 or ~3 mm 
away from the ankle joint for CT and MRI respectively, a 
clear visualisation of the ankle joint can be obtained (16). 
Despite their individual drawbacks, both techniques 
allow bones to be represented three-dimensionally (3D). 
Rathnayaka et al. (17) and Lee et al. (18) have used 3D 
bone models reconstructed from CT and MRI images to 
then quantified their surface differences. They reported 
that the mean errors between the CT and MRI models 
were as low as 0.23 and 0.5 mm for the human and ovine 
femora, respectively (17,18). These results suggested that 
MRI models can be reconstructed with good accuracy as 
compared to the CT models. The benefit of using 3D 
bone models has been shown in the pre-operative planning 
of articular fractures as the displaced fragments can be 
rotated and translated to move them back to their original 
anatomical location (19). To overcome the limitations 
arising from the use of radiographs, a quantitative method 
was developed to assess the quality of articular reduction 
by comparing the accuracy between CT and MRI models 
reconstructed from postoperative pilon images. 
The purpose of this study is to determine if post-
operative fracture reduction of pilon fractures can be 
accurately evaluated with MRI compared to CT. The 
goal would be to use MRI as a potential single imaging 
modality to quantify the accuracy of post-operative articular 
reduction. MRI would have the advantage to also deliver 
information of the soft tissue injuries and would avoid 
exposure of the patient to ionising radiation.
Methods
Preparation of specimens
Three pairs (left and right) of fresh frozen intact human 
cadaver specimens (mid shaft to foot) were acquired from 
the Body Bequest Program at the Medical Engineering 
Research Facility (MERF), Queensland University of 
Technology (QUT). Their age range was 70–92 years old 
(average: 84 years). One pair was male, and the rest female. 
They were kept frozen at −20 ℃ at all times except for 
scanning and surgical procedures.
The intact specimens were defrosted 24 hours prior to 
the first CT and MRI scanning to acquire intact reference 
imaging data. Then, five specimens were selected to 
simulate intra-articular fractures by creating osteotomies 
at the distal tibia. Out of five, three were used to create 
a type B fracture (AO 43-B1 fracture, pure split, partial 
articular), while two were used to create a type C fracture 
(AO 43-C1 fracture, articular simple, complete articular), 
as defined by the Arbeitsgemeinschaft fuer Osteosynthese 
(AO) Foundation (20). These two types of fractures are 
documented as the most common-occurring (21). The tibial 
plafond was exposed through a standard anteromedial or 
anterolateral approach, depending on the type of fracture. 
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After the creation of osteotomies, an open reduction and 
internal fixation with plate and screws was conducted. 
To create a type B (AO 43-B1) fracture, a surgical saw 
was used to cut the medial aspect of the tibia (diaphysis), 
in a near sagittal plane, distally into the epiphysis, ending 
just proximal of the subchondral bone. Thereafter a chisel 
was used to create a sagittal split of the tibial plafond. The 
medial fragment was slightly displaced from the otherwise 
intact distal tibia to ensure complete bony separation 
and then reduced back to the tibia. Internal fixation was 
performed with 3.5 mm titanium medial distal tibia locking 
compression plates (LCP) (Synthes, Bettlach, Switzerland), 
and a combination of titanium non-locking (proximal) and 
locking (distal) cortical screws (thread Ø=3.5 mm). One 
specimen was reduced anatomically, while the other two 
were left with intra-articular step-offs of ~2 to 2.5 mm. No 
intra-articular gaps were created.
To create a type C (AO 43-C1) fracture, the mid-
metaphysis, perpendicular to the distal articular surface, was 
identified with the help of K-wires. Then, the chisel was 
used to split the medial malleolus from the distal tibia. This 
resulted in a medial-lateral (ML) fracture line extending 
from the metaphysis to the articular surface. This process 
was repeated to create another fracture line in the antero-
posterior (AP) direction. These specimens were reduced 
and internally fixed using a 3.5-mm titanium anterolateral 
distal tibia plate (Synthes, Bettlach, Switzerland), and a 
combination of titanium locking and non-locking cortical 
screws (thread Ø=3.5 mm). 
The reduction of all specimens was confirmed using a 
C-arm fluoroscope.
CT and MRI data
To acquire reference CT and MRI data, all six intact 
specimens were CT and MRI scanned before the surgery. 
For CT, each specimen was positioned on the scan table 
by aligning the long axis of the tibia to the long axis of the 
CT scanner (Philips Brilliance 256-slice CT, Amsterdam, 
Netherlands) with scout views. The following CT protocol 
was used: tube voltage of 120 kVp, X-ray tube current of 
190 mA, slice thickness of 0.8 mm, slice spacing of 0.4 mm, 
D convolution kernel, thus giving a resulting voxel size of 
0.2 mm × 0.2 mm × 0.4 mm.
For MRI, each specimen was positioned on the 
examination bed with a spine array in place and covered 
with a body matrix receive coil. Following localizer images, 
sagittal slices were acquired by aligning the long axis of the 
bone to the long axis of the 3T MRI scanner (Siemens 
Trio, Erlangen, Germany). The following MRI parameters 
were used: 3D FLASH VIBE sequence, TR =11 ms, TE 
=1.87 ms, averages =2, flip angle =10°, pixel bandwidth 
=488, field-of-view (FOV) =120 mm × 140 mm, slice 
thickness =0.5 mm, reconstruction matrix =512×256 pixels, 
in-plane resolution = 0.5 mm × 0.5 mm. 
After surgery, each osteotomised specimen was scanned 
using the same MRI parameters. As for CT, a standard 
clinical scan protocol was used: slice thickness of 1 mm, 
slice spacing of 0.5 mm, B convolution kernel, giving a 
resulting voxel size of 0.2 mm × 0.2 mm × 0.5 mm. This 
time, the iDose (low dose) function was included. High 
resolution CT protocols were used pre-operative so as to 
create geometrically accurate reference bone models (22) 
to be compared against bone models reconstructed using 
standard clinical protocols post-operative.
All CT and MRI images were saved in the DICOM 
(Digital Imaging and Communications in Medicine) format.
3D bone model reconstruction
All the CT and MRI data acquired were imported into the 
image processing software Amira 5.4.5 (FEI, Hillsboro, 
OR). A semi-automated threshold method developed by 
Rathnayaka et al. (23) was used to calculate the threshold 
values of the shaft and distal regions of the tibia, after 
which these values were used to segment the outer bony 
contours of the bone, generating 3D models from CT and 
MRI images. Metal artefacts found in the images were also 
removed by manually delineating the bone contours to 
exclude regions affected by these artefacts.
The 3D models were saved in STL format for importing 
into the reverse engineering software Rapidform 2006 
(INUS Technology, Korea) for conducting the quantitative 
3D assessment of the intraarticular step and gap sizes, 
surface deviations, as well as the bone fragment malrotations 
and maltranslations relative to the contralateral bone.
Intra-articular steps
The use of 3D bone models allow step and gap sizes to be 
measured in two ways: along the entire fracture line, and at 
specific points.
To measure step sizes along each fracture line, several 
semi-automated steps were required. Firstly, four points 
(P1–P4) inferior, and one point (P5) superior to the 
epiphyseal fragment were manually demarcated to create an 
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interconnecting plane parallel (Plane 1) to the fracture line. 
Secondly, two interpolating curves (Curves 1 and 2) were 
manually drawn on opposite sides of the fracture line, then 
perpendicularly projected onto Plane 1. These two curves 
were located no more than 2 mm away from the edge the 
fracture fragment. Finally, the two projected curves were 
selected and a ‘Curve-curve deviation’ function was used 
to calculate the minimum, maximum and average distance 
between all corresponding points along the two curves of 
interest (Figure 1). 
To measure step sizes at specific points, three paired 
points were manually marked with the aid of Curves 1 and 2, 
as well as 3 perpendicular curves (Curves 3, 4 and 5) fitted 
to the anterior, posterior and mid-section of each fracture 
line. After that, a shaft axis was automatically fitted to the 
intact region of the mid-diaphysis, and two planes (Planes 2 
and 3) were automatically fitted perpendicular to the shaft 
axis for each paired point (Figure 2). The perpendicular 
distances between two planes corresponding to each paired 
point were recorded. The maximum, minimum and average 
of the three distance measurements were tabulated. 
Intra-articular gaps
To measure the intra-articular gap along each fracture line, 
several semi-automated steps were carried out. Firstly, with 
the aid of the ‘Curvature Plot’ function, intra-articular gaps 
in the bone surface were identified. This function shows the 
curvature distribution of a surface, therefore helps to identify 
the location of the gaps in the bone surface (Figure 3). 
Next, two interpolating curves (Curves 6 and 7) were 
manually drawn along the gap facing the edge of the bone 
fragment, and projected onto a horizontal plane (Plane 4) 
that was automatically fitted at 90 degrees to the shaft axis. 
Now with horizontal curves, the ‘Curve-curve deviation’ 
function was used to measure the minimum, maximum and 
average distances between the two.
For intra-articular gaps at specific points, three paired 
points (P9–P11) were manually demarcated inside the gap and 
relative to three perpendicular curves (Curves 8, 9 and 10) 
located at the medial, lateral and mid-section of each 
fracture line. Two planes (Planes 5 and 6) corresponding 
to each paired point and parallel to the fracture line were 
Figure 1 Measurement of intra-articular steps using curves. (A) This was done by marking points (P1–P5, black squared dots) to generate 
Plane 1; and drawing Curves 1 and 2 (red lines) parallel to and on opposite sides of the fracture line; (B) using the ‘Curve-curve’ deviation 
map to measure the minimum, maximum and average distances between two projected curves of interest (projected Curves 1 and 2 in dotted 
lines).
Figure 2 Measurement of intra-articular steps using paired points. (A) This was done by marking paired points (P6–P8, black squared dots) 
for point-specific step size measurements; (B) an example of measuring the perpendicular distance between Planes 2 and 3 relative to Point 6 
(P6).
Plane 1 Plane 1
Curve 2 1.7    1.9    2.1    2.3    2.5
Curve 1
A B
Curve 3
Curve 4
Curve 5
Plane 2 Plane 3
P6 step size
(point-specific)
A B
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automatically fitted. Then, the maximum, minimum and 
average horizontal distances from the three paired points 
were recorded (Figure 4). 
Surface deviations
To quantify deviations between two surfaces, a regional 
registration process was conducted in Rapidform 2006. 
This process uses the Iterative Closest Point (ICP) 
algorithm to converge the distances between two similar 
surfaces to a minimum (24). The regional registration was 
conducted by selecting and aligning the intact region of the 
osteotomised model to the reference model. The reference 
model refers to the intact (same side) or contralateral bone. 
After completing the regional registration, the subchondral 
surfaces of these two models were cut using interpolating 
curves. Finally, a ‘Shell/Shell Deviation’ function was used 
to calculate the average and maximum surface deviations 
between the two selected surfaces (Figure 5).
To compare the accuracy between CT and MRI models, 
the average surface deviations between the CT and 
MRI models were subtracted from each other, and their 
differences averaged.
Malrotations
With the reference optimally aligned relative to the intact 
region of the osteotomised model, a coordinate system was 
established to determine the degree of malrotations of the 
displaced epiphyseal fragments relative to the reference. To 
minimise user-generated errors, this system was generated 
using the osteotomised model rather than their reference as 
it was a common entity for all CT and MRI models.
The coordinate system was established in several steps. 
Figure 3 Measurement of intra-articular gaps using curves. (A) 
An example of using the ‘Curvature Plot’ function to identify and 
demarcate intra-articular gaps with curves (Curves 6 and 7 in black 
lines); (B) using the ‘Curve-curve’ deviation map to determine the 
maximum, minimum and average distances between two projected 
curves of interest (projected Curves 6 and 7 in dotted lines).
Figure 4 Measurement of intra-articular gaps using paired points. 
(A) This was done by marking three paired points (P9–P11, red 
squared dots) to measure the gap sizes of specific anatomical 
regions; (B) an example of measuring the horizontal distance 
between two planes (Planes 5 and 6) to obtain the gap size relative 
to Point 9 (P9).
Figure 5 Measurement of surface deviation between two bone 
surfaces. (A) This was done in several steps, where the intact 
regions (black dotted lines) of the osteotomised model (brown) 
were initially selected for regional registration. The green model is 
the reference (intact, same side). The red interpolating curve was 
then used to cut the subchondral surface; (B) measuring the surface 
deviations between two selected surfaces. The regional registration 
process was repeated using the intact contralateral model.
Plane 4
0.6      1.2      1.8      2.4      3.0
A B
P9 gap size
(point-specific)
A B
0   0.62     1.24   1.85   2.47   3.09
BA
639Quantitative Imaging in Medicine and Surgery, Vol 6, No 6 December 2016
© Quantitative Imaging in Medicine and Surgery. All rights reserved. Quant Imaging Med Surg 2016;6(6):634-647qims.amegroups.com
Firstly, an axis was manually fitted (S1) to the intact shaft 
of the osteotomised model. Secondly, the distal diaphysis 
encompassing the bone fragment was fitted with a cone 
to locate the mid-point of the distal tibia. This midpoint 
was used to automatically generate a coronal plane in the 
ML direction of the distal tibia. Thirdly, using the same 
midpoint, a sagittal plane was created perpendicular to 
the coronal plane, and in the AP direction of the distal 
tibia. Fourthly, an axial plane was created by automatically 
fitting a perpendicular plane to the shaft axis. Currently, 
with the coordinate system of the osteotomised model 
established (Figure 6), another copy of the of the shaft axis 
(S2) and orthogonal planes were created and attached to the 
reference model.
To measure the degree of malrotations between the 
reference and osteotomised model, a regional registration was 
performed by selecting the surface of the displaced fragment 
and aligning this surface relative to the corresponding 
reference model (Figure 6). Using the osteotomised and the 
reference model's respective coordinate systems, the coronal 
and sagittal malrotations of the displaced fragments were 
measured by projecting S1 and S2 onto the coronal and 
sagittal planes of the reference model, and measuring the 
angles between these two vectors for each plane, respectively. 
Axial malrotations were measured by initially creating two 
vectors (V1 and V2) that intersect the coronal and axial 
planes in each coordinate system; then projecting them onto 
the axial plane of the reference model and measuring the 
angle between the two vectors (Figure 7).
A valgus or varus angulation of the distal part of the bone 
fragment was considered positive or negative with respect 
to the coronal and sagittal planes of the reference model. 
Additionally, a bone fragment that was displaced anteriorly 
or posteriorly relative to the axial plane was considered 
positive or negative, respectively.
Maltranslations
To measure the maltranslations of the displaced fragments 
relative to the reference, again their respective coordinate 
systems were used. Firstly, an intersecting point (P12) was 
created in the middle of the articular surface using two 
curves (Curves 11 and 12) that were created at the same 
position of the coronal and sagittal planes of the reference 
model. Secondly, P12 was used to measure against the 
coronal and sagittal planes of the osteotomised model to 
calculate their respective distance maltranslations (Figure 8).
For each quantitative method, the accuracy between 
the CT and MRI models were measured by calculating the 
malalignment of the displaced fragments. This was done by 
subtracting the two dimensions of interest, and reporting 
their absolute values, respectively.
All measurements were tested for their repeatability 
three times using one CT and one MRI bone model.
Figure 6 Establishment of the coordinate system of the 
osteotomised model. (A) A copy of the same system was attached 
to the reference (intact, same side); (B) conducting the regional 
registration process by selecting the displaced fragment surface 
(dotted lines) of the osteotomised model (brown), and aligning it 
with the reference (green). The regional registration process was 
repeated using the intact contralateral model.
Figure 7 Using the projected vectors to measure the (A) coronal; 
(B) sagittal; and (C) axial malrotations relative to the coordinate 
system of the reference model.
Sagittal plane
Coronal plane
Midpoint
Cone
Axial plane
S1 (shaft axis)A B
Coronal 
rotation
Sagittal 
rotation
Axial 
rotation
A B C
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Figure 8 Measurements of translated bone fragments. (A) This is done by creating two curves (Curves 10 and 11 in yellow) from the coronal 
and sagittal planes attached to the reference model; and measuring the (B) coronal and (C) sagittal translations relative to the coordinate 
system of the osteotomised model.
Sagittal 
translation
Coronal 
translation
Coronal 
plane
Curve CBA
Results
Step measurements of type B fracture specimens via curve 
deviation and point-specific methods showed differences 
of ≤0.7 and ≤0.4 mm between CT and MRI models (up to 
±0.2 mm SD) (Table 1). 
For type C fracture CT models, step-off differences between 
the curve deviation and point-specific method were ≤0.7 mm 
(up to ±0.6 mm SD) in either method (Table 2). Specimen 
5 contained the largest mean step size (1.5 mm, 1.3 mm) 
in either method as well.
Gap measurements of type C fracture CT models 
Table 1 Intra-articular step size measurements of type B osteotomised specimens (mm). The fracture line extends from the medial to the lateral 
(ML) region of the subchondral surface
Data statistics
Curve deviation (mm) Point-specific region (mm)
CT MRI CT MRI
No. 1* No. 2 No. 3 No. 1* No. 2 No. 3 No. 1* No. 2 No. 3 No. 1* No. 2 No. 3
Min 0 1.7 2.5 0 1.0 2.4 NA 1.6 2.4 0 1.5 2.8
Max 0 2.6 3.4 0 2.5 3.2 NA 2.3 3.4 0 2.6 3.2
Ave 0 2.2 2.8 0 2.0 2.9 NA 2.0 2.9 0 2.0 3.0
SD 0 0.2 0.2 0 0.4 0.3 NA 0.4 0.5 0 0.5 0.2
*, denotes specimen with correct anatomical articular reduction. No steps and gaps were visualised from the 3D model of this specimen. 
CT, computed tomography; MRI, magnetic resonance imaging; SD, standard deviation.
Table 2 Intra-articular step size measurements of type C osteotomised specimens (mm). The fracture lines extend from the ML region, and 
anterior to posterior APregion of the subchondral surface. MRI-based models were excluded as metal artefacts obscure the intra-articular steps 
from being seen
Data statistics
Curve deviation (mm) Point-specific region (mm)
No. 4 No. 5 No. 4 No. 5
AP ML AP ML AP ML AP ML
Min 0 0 0.7 0.4 0 0.2 0.8 0.8
Max 1.2 0.6 2.6 2.3 0.6 0.5 1.9 1.9
Ave 0.4 0.4 1.3 1.3 0.3 0.4 1.5 1.4
SD 0.3 0.2 0.2 0.6 0.3 0.2 0.6 0.5
AP, antero-posterior; ML, medial-lateral; MRI, magnetic resonance imaging; SD, standard deviation.
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Table 3 Intra-articular gap size measurements of type C osteotomised specimens (mm). The fracture lines extend from the ML region, and AP 
region of the subchondral surface. Type B osteotomised specimens were excluded as no gaps were found along the subchondral surface
Data statistics
Curve deviation (mm) Point-specific region (mm)
No. 4 No. 5 No. 4 No. 5
AP ML AP ML# AP ML AP ML#
Min 0 0.7 0.1 NA 0 1.6 0.7 NA
Max 2.7 2.7 3.9 NA 1.9 2.1 3.7 NA
Ave 1.4 1.7 2.0 NA 1.0 1.9 2.4 NA
SD 0.4 0.5 1.0 NA 0.9 0.3 1.5 NA
#, no gaps were detected for Specimen 5 in the ML direction. AP, antero-posterior; ML, medial-lateral; SD, standard deviation.
Table 4 Intra-articular surface deviation (mm) measurements to compare the differences between the reference bone model and the osteotomised 
bone model of interest
Fracture 
type
No.
CT osteotomised vs. CT  
reference (same side)
CT osteotomised vs. CT 
reference (contralateral)
CT osteotomised vs. MRI 
reference (contralateral)
MRI osteotomised vs. MRI 
reference (contralateral)
Max Ave SD Max Ave SD Max Ave SD Max Ave SD
Type B 1* 0.47 0.15 0.12 1.30 0.40 0.33 1.35 0.44 0.37 1.45 0.42 0.32
2 2.65 1.20 1.12 2.79 1.21 0.95 2.85 1.25 0.88 3.23 1.64 1.19
3 2.89 1.15 1.25 3.15 1.21 0.79 2.57 1.34 0.53 2.98 1.3 1.11
Type C 4^ 3.60 1.02 1.07 4.62 1.49 1.14 4.55 1.56 1.11 NA NA NA
5^ 3.87 1.06 0.79 4.05 1.36 1.25 3.65 1.13 0.87 NA NA NA
*, denotes the specimen that had correct anatomical articular reduction. ^, denotes specimens whose MRI-based models had metal  
artefacts extending to the subchondral surface. CT, computed tomography; MRI, magnetic resonance imaging; SD, standard deviation; 
NA, not applicable.
showed that the curve deviation and point-specific method 
differ by ≤0.8 mm (Table 3), with higher mean errors in the 
point-specific (±1.5 mm) than the curve deviation method 
(±1.0 mm). Specimen 5 contained the largest mean gap size 
(2.0 mm, 2.4 mm) for either method.
Average surface differences when comparing type B 
fracture CT and MRI models versus their contralateral 
bone were 0.18 mm (±0.22 SD). For type C fracture CT 
models versus their CT and MRI contralateral bone, they 
were 0.15 mm (±0.11 SD) (Table 4).
Rotational and translational differences of type B 
fracture CT and MRI models versus their contralateral 
bone were ~0.56° and ~0.4 mm, respectively. However, 
when comparing these against the CT reference (same 
side), their differences were ~2.64° and ~0.5 mm (Table 5). 
Type C fracture CT models versus MRI contralateral 
differed by ~1.63° and 0.4 mm (Table 6). Specimen 1 had the 
lowest degree of malrotations and maltranslations (−0.18° 
to −1.03°, and ~0.2 mm), while Specimen 5 had the highest 
(−1.55° to 10.87°, and 6.77 mm), respectively.
In terms of repeatability, CT-based models recorded a 
smaller degree of variability (±0.39 mm) compared to MRI-
based bone models (±0.49 mm) (Table 7).
Discussion
Intra-articular fractures of the pilon are one of the most 
complex lower limb injuries. Articular reduction is 
commonly needed to achieve joint congruency. Radiographs 
are commonly used to determine the quality of reduction, 
but have been shown to be inaccurate and erroneous in 
determining the malalignments of the remaining bone 
fragments (5). This study proposed to develop a method for 
quantifying pilon reduction using 3D bone models in order 
to overcome limitations arising from radiographs. This was 
done by comparing the accuracy between MRI and CT-
reconstructed 3D models from postoperative CT and MRI 
pilon images.
The advantage of using 3D bone models for quantifying 
step and gaps were that deviations can be observed across 
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the entire fracture line. With the curve deviations, the 
minimum and maximum step-offs and gaps can be located 
relative to the fracture line. Step and gap measurements 
of a particular region can also be carried out, as currently 
being practised in the clinic using individual CT image 
slices. However, it is noted that conducting point-specific 
measurements may not reflect the overall distance deviations 
across the entire fracture line. This was reflected in our 
results, where the distances of three-paired points from the 
point-specific method did not reflect the actual maximum 
and minimum values detected by the curve deviations. This 
also implies that curve deviations along fracture lines may 
take precedence over specific points as they contain more 
information (minimum, maximum and average distances) 
for assessing the quality of reduction. Additionally, the 
DICOM format of the CT data can be uploaded into the 
3D software. This will be useful for visually assessing and 
quantifying these malreductions in three orthogonal planes.
When using the intact contralateral bone to quantify 
measurements, the type B fracture MRI models were found 
to be comparable to the CT models as their differences 
were relatively small [0.2 mm (step), 0.18 mm (surface 
deviation), and 0.56° (rotation) and 0.4 mm (translation)]. 
These suggest that MRI and their corresponding 
contralateral models may be used as a template for the 
postoperative assessment of type B pilon fractures because 
they are sufficiently accurate when compared against CT. 
Table 5 Rotational measurements of the displaced fragments with respect to the coronal (C), sagittal (S) and axial (A) planes of the reference  
coordinate system (°)
Fracture type No.
CT osteotomised vs. CT  
reference (same side)
CT osteotomised vs. CT  
reference (contralateral)
CT osteotomised vs. MRI 
reference (contralateral)
MRI osteotomised vs. MRI  
reference (contralateral)
C S A C S A C S A C S A
Type B 1* −0.18 −0.17 −1.03 −0.03 −0.14 −4.23 −0.01 −0.17 −4.08 −0.25 −0.27 −3.67
2 −1.61 −1.22 −3.27 −2.18 −0.92 −2.23 −1.63 −1.02 −1.99 −1.81 −0.99 −2.04
3 −0.19 −0.18 −1.86 −0.78 −0.86 −0.49 −0.66 −0.9 −0.85 −0.30 −0.39 −0.6
Type C 4^ −5.80 −3.98 1.48 −5.76 −2.55 3.09 −5.37 −2.19 1.48 NA NA NA
5^ −3.03 −1.55 10.87 −1.27 −1.58 9.23 −1.37 −2.07 10.86 NA NA NA
*, denotes the specimen that had correct anatomical articular reduction. ^, denotes specimens whose mri-based models had metal  
artefacts extending to the subchondral surface. CT, computed tomography; MRI, magnetic resonance imaging; NA, not applicable.
Table 6 Translational measurements of the displaced fragments with respect to the coronal (C) and sagittal (S) planes of the reference coordinate 
system (mm)
Fracture type No.
CT osteotomised vs. CT 
reference (same side)
CT osteotomised vs. CT 
reference (contralateral)
CT osteotomised vs. MRI 
reference (contralateral)
MRI osteotomised vs. MRI 
reference (contralateral)
C S C S C S C S
Type B 1* 0.2 0.2 0.7 0.3 0.7 0.4 0.6 0.4
2 1.2 0.0 1.7 0.1 1.2 0.0 1.3 0.2
3 0.1 0.6 0.0 0.5 0.1 0.5 0.0 0.3
Type C 4^ 0.4 2.4 1.7 3.2 1.6 3.1 NA NA
5^ 6.7 1.0 4.9 4.3 5.3 4.3 NA NA
*, denotes the specimen that had correct anatomical articular reduction. ^, denotes specimens whose MRI-based models had metal  
artefacts extending to the subchondral surface. CT, computed tomography; MRI, magnetic resonance imaging; NA, not applicable.
Table 7 Repeatability test for the respective measurements
Type of measurement
Range of SD
CT MRI
Intra-articular step size 0–0.19 0.05–0.49
Intra-articular gap size 0.04–0.39 NA
Intra-articular surface deviation 0.02–0.08 0.02–0.15
Rotational malalignments 0.02–0.11 0.04–0.18
Translational malalignments 0.04–0.08 0.01–0.09
CT, computed tomography; MRI, magnetic resonance imaging; 
SD, standard deviation; NA, not applicable.
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Type C fracture MRI models were not comparable to 
their corresponding CT models due to the extent of metal 
artefacts. This may be caused by the small distance of the 
metal screws (≤3 mm) from the joint line (16) (Figure 10). 
Nevertheless, the CT osteotomised models were still found 
to be reasonably accurate when compared to their CT and 
MRI reference model created from the intact contralateral 
limb. The differences were less than 0.15 mm (average 
surface deviation), 1.63° (rotation) and 0.4 mm (translation). 
These small differences suggest that they may be used 
as a reference standard. In such complex cases, radiation 
exposure can potentially be minimised by taking MRI 
images of the intact opposite limb, and then comparing 
them with CT images of the reduced fracture site. 
In Specimen 1, rotational differences of up to 3.2° (axial) 
were found between the contralateral and the reference 
bone model (same side). These differences may be caused 
by dissimilarities in the surface geometry between the left 
and right bones due to visible signs of osteophyte formation 
from an aged volunteer, unlike another study that used 
healthy specimens (25). Specimen 5, however, contained the 
highest malalignments (rotation: 10.87°; surface deviation: 
3.87 mm and translation: 6.7 mm). Based on these values, 
it appears to demonstrate that these measurements reflect 
the quality of the articular reduction (Figure 11), such 
that larger measurements will show a poorer quality of 
reduction. However, based on clinical criteria stating 
that the varus/valgus angle should not exceed 5° (26), 
and that the malrotations should not exceed 10° when 
compared to the intact contralateral bone (27-29) in order 
to obtain an acceptable quality of reduction, the rotational 
measurements were well within these tolerance levels, with 
one borderline case from Specimen 5 (10.87°). Then again, 
using 3D models, borderline cases may be identified with 
increased accuracy, especially in complex fractures as they 
are more challenging to achieve anatomical reduction. 
In any case, since the contralateral bone is routinely 
used for the postoperative assessment of pilon fractures, 
it is recommended to consider such differences when 
quantifying bone reduction, particularly for aged patients.
Figure 9 Subchondral surface images of type B fracture models with their corresponding coronal CT and MRI images. CT, computed 
tomography; MRI, magnetic resonance imaging.
CT images
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Figure 10 Subchondral surface images of type C fracture models with their corresponding sagittal CT and MRI images. CT, computed 
tomography; MRI, magnetic resonance imaging.
Figure 11 Malreduction of Specimen 5 (in green) relative to the 
reference (intact, same side) model (in yellow) in the (A) sagittal; 
and (B) axial views.
4
5
CT images CT models MRI models MRI images
BA There appears to be a correlation between the maximum 
surface deviations and the sagittal malrotations when 
comparing the osteotomised versus the intact contralateral 
model for all the specimens. The colour codes in the 
map (Figure 5) indicate that if the region is highlighted 
in red, the deviation between two surfaces is maximum 
compared to regions in blue, and therefore may reflect 
the extent of malrotations. This was similarly seen when 
comparing the step and gap sizes versus the maltranslations 
for the type C osteotomised specimens. These findings 
appear to suggest that the degree of malrotations and 
maltranslations is reflected in the surface deviations, step 
and gap size measurements. Consequently, to obtain a 
detailed assessment pertaining to the quality of reduction, 
a minimum of three quantification methods is suggested, 
which are the step and gap sizes, and the surface deviation 
measurements. However, it is acknowledged that the 
distance measurements may not contain information 
regarding the degree of malrotations in the three anatomical 
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planes. As such, angular measurements may be included to 
enhance the accuracy of the quantitative analysis. A larger 
sample size can potentially support these observations.
Nevertheless, it is easier to visualise the overall quality 
of bone reduction using 3D models versus radiographs and 
individual CT and MRI image slices, because the surface 
deviation maps are able to reveal the distance between 
two surfaces using colour codes. This method cannot be 
visualised on a two-dimensional radiograph. However, it 
is noted that while 3D models provide more information 
for assessing the quality of bone reduction, the model-
reconstruction process is time-consuming, especially with 
the presence of metal artefacts. Therefore, an automated 
method will help expedite this process and can form part of 
future work.
Errors may come from the segmentation process. While 
the Canny-edge detection filter algorithm was to outline 
the cortical boundaries of the diaphyseal regions of the 
bone (23), and was reported to generate a mean error of 
~0.23 mm between CT versus MRI-based bone models (17), 
manual segmentation was still required to delineate the 
bony edges in the epiphyseal regions due to the existence 
of metal artefacts. Osteophytes were also found in two 
specimens. A manual removal of these two entities may 
contribute user-generated errors. Additionally, the voxel 
sizes were different when acquiring the CT images before 
and after surgery, and versus the MRI images, which may 
also contribute to inaccuracies. The purpose of acquiring 
CT reference data of a higher resolution was to compare 
these with the CT protocols routinely used in the clinic 
for generating postoperative data. In spite of these errors, 
the mean surface difference between CT and MRI was 
~0.18 mm, thus reasonably small and would not have 
adversely affected the outcome of the study. These results 
were also consistent with those of Lee et al. [2008], who 
investigated the accuracy between CT and MRI-based 
femoral models (0.5±0.3 mm). 
Errors may also come from manually picking points to 
create the planes parallel and perpendicular to the fracture 
lines for measuring the intra-articular steps and gaps. This 
was reflected in the repeatability test showing higher mean 
errors (0.39 and 0.49 mm respectively) as compared to other 
types of measurements. However, these values were still 
smaller than the highest intra-articular step (±0.6 mm) and 
gap (±0.9 mm) mean errors. Again, this suggests that the 
quantitative method developed may hold sufficient accuracy 
in analysing the extent of step-offs and gaps.
A radiograph’s technical limitation is that fracture lines 
cannot be visualised in the axial plane. Even with the coronal 
and sagittal projections, metal implants may obstruct the 
articular surface, and may cause measurement inaccuracies 
if the X-rays are over-projected. From the reported results, 
it is found that there is potential for MRI models to be 
used for quantifying the mal-alignments of type B fractures 
since the metal artefacts did not extend to the articular 
surface. This is likely because the metal screws were more 
than 3 mm away from the joint (16). As these fractures 
were simple, it was also easier to identify the fractures lines, 
unlike type C fractures. By taking into account the fracture 
type and screw distance to the joint line, MRI may be a 
suitable postoperative imaging alternative to CT for pilon 
fractures. Moreover, MRI can help avoid exposing patients 
to unnecessary ionising radiation.
Intra-articular gap size measurements were excluded in 
all six type B fracture CT and MRI models. Of these six, 
the CT and MRI models from Specimen 1 had a correct 
anatomical articular reduction, therefore step-offs and 
gaps were not present (Figure 9). Additionally, two type C 
fracture MRI models were excluded as the metal artefacts 
extended to the articular surface and could not be fully 
removed, therefore malalignment of the displaced fragments 
were left undetected (Figure 10).
This study’s limitations include the small number of 
osteotomised specimens (n=5). Therefore, statistical analysis 
was not conducted to determine the statistical significance 
between CT and MRI models as the initial results would not 
have represented the general population. This study may 
extend to include to a larger number of specimens to make 
a definitive conclusion. Advanced metal artefact reduction 
(MAR) protocols such as multispectral imaging and 
ultrashort echo-time sequences (30) were also not included 
as it was intended to use clinically available protocols widely 
used in the current medical practices. Nevertheless, it is 
agreed that such sequences may help to reduce metal artefact 
size in MRI images to a larger extent (14,15). It was also 
noted that a recent study had investigated using the Ultra-
High Field (UHF) 7 Tesla scanner for providing a higher 
image quality of the ankle (31). As such, the potential of 
increasing the accuracy in reconstructing the bone models 
with 7T postoperative images can be examined in the future. 
Conclusions
MRI models (type B fracture) can potentially be used for 
the quantification of pilon articular malreduction as initial 
results showed that they are comparable to the CT models. 
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MRI models, however, were found to be more suitable for 
simple fractures, whereas CT models may be used for both 
simple and complex fractures. The fracture complexity, 
screw distance to the joint line, and implant material, 
type and size needs to be considered for the possibility of 
using MRI for a clear visualisation of the articular surface. 
Radiation may also be minimised by comparing MRI 
contralateral bone images to a CT image of the fractured 
side. For a comprehensive assessment on the quality of joint 
reduction, at least three types of measurement methods: 
step and gap sizes, as well as surface deviation measurements 
of 3D models, are recommended.
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